
Individualized Round Robin XLVII Report: NIST

Summary
Serum 259 Serum 260 Serum 261 Serum 262 Serum 263

Analyte You NAV n You NAV n You NAV n You NAV n You NAV n
Total Retinol >0.592 0.587 38 >0.703 0.699 38 >0.569 0.553 38 >0.677 0.651 38 0.877 0.852 38
trans-Retinol 0.592 0.597 13 0.703 0.701 13 0.569 0.544 13 0.677 0.651 13 0.848 0.838 13
α-Tocopherol 11.35 11.93 47 19.32 18.96 47 11.53 11.35 47 18.33 18.25 47 7.44 7.57 47
γ-Tocopherol 2.311 2.338 27 1.186 1.160 27 2.123 2.153 27 0.999 1.032 27 4.004 3.959 27
δ-Tocopherol nq 0.131 5 nq 5 nq 0.124 5 nq 5 0.138 0.141 5

Total β-Carotene 0.211 0.229 28 0.336 0.311 28 0.265 0.239 28 0.353 0.323 28 0.172 0.170 28
Total α-Carotene nq 0.041 27 >0.081 0.073 28 >0.042 0.043 28 >0.090 0.076 28 nq 0.015 26
trans-α-Carotene nq 2 0.081 2 0.042 2 0.090 2 nq 2

Total β-Cryptoxanthin 0.054 0.077 26 0.094 0.084 26 0.074 0.082 26 0.078 0.076 26 0.070 0.078 26
Total Lutein 0.101 0.104 15 0.251 0.231 15 0.114 0.107 15 0.248 0.218 15 0.055 0.054 16

Total Zeaxanthin 0.025 0.027 13 0.030 0.038 13 0.021 0.025 13 0.029 0.037 13 0.026 0.029 14
Total Lutein&Zeaxanthin 0.126 0.139 25 0.281 0.257 25 0.136 0.133 25 0.277 0.221 25 0.081 0.086 25

You :  Your reported values for the listed analytes (micrograms/milliliter)
NAV :  NIST Assigned Values, equal to (NIST's average-of-averages + this RR's median) / 2

n :  Number of non-NIST laboratories reporting quantitative values for this analyte in this serum
nq :  Detected, but not quantitatively determined
>x :  Value reported as greater than or equal to ‘x' (will be analyzed as if equal to ‘x').

Please check our records against your records.   Send corrections and/or updates to...

Micronutrients Measurement Quality Assurance Program
National Institute of Standards and Technology Tel: (301) 975-3935
100 Bureau Drive Stop 8392 Fax: (301) 977-0685
Gaithersburg, MD  20899-8392  USA Email: david.duewer@nist.gov


